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Objective : To perform a comparative study between two groups of pop- 
ulations, titanium (T) group versus stainless steel (S) group, who were clipped 
with titanium and stainless steel materials, respectively, the incidence of re- 
growth from the original aneurysms, the clip slippage, and post-clipping seiz- 
ure attack were analyzed. The patients were followed more than 5 years after 
microsurgical cerebral aneurysms clipping. 

Methods : Data from 1986 through 2008 were extensively reviewed on a 
consecutive series of 3,770 patients who referred for ruptured/unruptured cer- 
ebral aneurysms. Forty-seven patients in the S group and 48 in the T group 
who met inclusion criteria, were selected for this study. 

Results : The incidence of regrowth were noted that two out of total 47 pa- 
tients (4.3%) in the S group, and none in the T group. The clip slippage was 
not observed in both groups. And there was no statistical difference [p = 
0.242) in terms of regrowth between two groups. Seven out of 47 cases 
(14.9%) developed post-clipping seizure in the S group. On the other hand, 
two (4.2%) of 48 patients presented the symptom in the T group. Also, there 
was no significant difference [p = 0.09 1 ) between two groups. 

Conclusions : The metallic types of clip employed for the microsurgical cere- 
bral aneurysm clipping does not have any significant clinical outcome differ- 
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INTRODUCTION 

Microsurgical clipping marks one of the ultimate 
standard treatments to occlude intracranial aneurysm 
over the past several decades. Recently, the clinical 
application of newly developed and commercially 
available titanium cerebral aneurysmal clips (T) in the 
treatment of patients with aneurysmal SAH has dem- 
onstrated their safety on the closing force, bio- 
compatibility and effectiveness to reduce clip artifacts 



on MRI 3-fold compared with conventional stainless 
steel and cobalt alloy clips (S). 1>2) Because of these im- 
portant advantages over the conventional clips, T 
have been extensively exploited into routine use in 
aneurysm surgery. 

Yet, a number of publications have pointed out and 
raised a controversial issue on a relatively weak clos- 
ing force of T compared to that of conventional S. 3 ' 4) 
/Also, because the reliability of T has not been demon- 
strated in a large number of cases, some physicians 
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have not advocated its use in spite of such benefits 
for neuro-imaging. 5 ' 

In our institution, since the introduction of T at 
December 2000, microsurgical cerebral aneurysm clip- 
ping has been done through T implant. Before then, 
S had been extensively exploited over several decades. 
Currently available literature review informed us that 
more than 5-year -interval follow-up outcomes and ef- 
ficacy of clipping with different types of clip material 
remain elusive. Subsequently, it is intriguing to per- 
form a comparative study between 2 groups of pop- 
ulations of more than 5 year mean follow-up; T group 
versus S group. 

Considering virtues and drawbacks of two different 
metal clips, in this retrospective study, we evaluated 
the incidence of post-clipping seizure which may be 
attributed to foreign body reaction during the fol- 
low-up. 6 ' Not only that, another more important con- 
cern lies in the occurrence of aneurysmal regrowth 
from the original loci and/ or slippage from the origi- 
nal aneurysmal neck owing to weak closing force of 
T during the follow-up period. 7 * 

MATERIALS AND METHODS 

Under the permission of institutional review board 
at our institution, the data from 1986 through 2008 
were extensively reviewed on a consecutive series of 
3,770 patients who referred for ruptured/unruptured 
cerebral aneurysms and successfully treated with mi- 
crosurgical clipping. Of those, patients who met the 
following inclusion criteria were studied: (1) complete 
obliteration of aneurysm confirmed by postoperative 
angiography, (2) more than 60 months of follow-up 
periods after the surgery, (3) availability of complete 
medical records including pre-, early post-, and late 
post- (over 60 months) operative angiograms, (4) the 
clipping done by the same neurosurgeon, and (5) 
small cerebral aneurysms which have a diameter of 
less than 10 mm. In addition to the above conditions, 
clipped patients who were previously treated with 



other modalities of occluding aneurysm such as by- 
pass, wrapping, and coiling, and patients with multi- 
ple aneurysms were excluded. 

Medical records of the selected patients were re- 
viewed, focusing the data on aneurysm location, size, 
regrowth and slippage of clip on follow-up angiog- 
raphy, severity of initial presentation, type of clip 
used, presence of seizure attack, and follow-up 
interval. Patients' pre- and post-operative cerebral an- 
giograms were examined by the 3 rd and 4 th neuro- 
surgeons who were blinded to the current study to 
identify aneurysmal regrowth or clip slippage by any 
chance. Only the examined results that reached a con- 
sensus by those neurosurgeons were chosen. If there 
were no consensus on a case, a senior neurosurgeon 
arbitrated the dispute between the neurosurgeons. 
Out of 3,770 patients, only 47 cases met the criteria in 
the S group, while 48 patients were selected in the T 
group. 

Statistical method 

All retrieved data were converted into categorical or 
binominal variables. To assess the relationship be- 
tween variables and presence of postoperative seizure 
or regrowth of aneurysm as well as clip slippage, stat- 
istical method was utilized by adopting SPSS, version 
13.0 (SPSS Inc., Chicago, IL, USA). The chi-square or 
Fisher's exact test were used for nominal factors, and 
Mann-Whitney test was used for continuous variables. 
Statistical significance was accepted for P value of < 0.05. 

RESULTS 

Demographic data (Table 1) 

Overall, the baseline characteristics in both groups 
demonstrated that there are no significant difference 
in demographic data, clinical severity, aneurysm size, 
dome to neck ratio and location of the aneurysms. 

The mean durations of follow-up were 65.9 months 
(range, 60 to 96 months, SD 9.91 months) in the T 
group and 87.1 (range, 60 to 144 months, SD 23.1 
months) in the S groups, respectively. There was a 



80 J Cerebrovasc Endovasc Neurosurg 



SUNG HO CHOI ET AL 



Table 1. The baseline data of the S group and the T group 



_Char, 



S group 



T group 



Age (years) 

No. of patients 

Female 
Male 

Aneurysm locations 

Anterior cerebral artery 
Middle cerebral artery. 
Posterior Communicating artery 
Internal Carotid artery 
Others 

Aneurysm size (mm) 

Dome to neck ratio 
Fisher Grade 



IV 



Hunt - Hess scale 



IV 

V 

Follow-up period (month) 



52.77 ±21.92 (12-90) 



24 (51.19 
23 (48.99 



19 (40.4%) 

14 (29.8%) 

10 (21.3%) 

1 (2.1%) 
3 (6.4%) 

7.23 ± 1.93 (4-10) 

2. 19 ±0.16 (1.83-2.45) 

0 (0.0%) 

2 (4.3%) 
44 (93.6%) 

1 (2.1%) 



0 (0.0%) 
30 (63.8%) 
16 (34.0%) 

1 (2.1%) 
0 (0.0%) 

87.1 (60-144) 



53.38 ± 19.79 (18-88) 

27 (56.2%) 
21 (43.8%) 

20 (41.7%) 
10 (20.8%) 
10 (20.8%) 

4 (8.3%) 

4 (8.3%) 

7.63 ± 1.83 (5-10) 
2.25 ±0.1 1 (1.93-2.45) 

0 (0.0%) 
3 (6.3%) 
43 (89.6%) 
2 (4.2%) 



0 (0.0%) 
25 (52.1%) 
21 (43.8%) 
2 (4.2%) 
0 (0.0%) 



p value 

0.879 
0.683 

0.666 



0.353 

0.134 
1.000 



0.499 



65.9 (60-96) 



0.000 



S - stainless-steel aneurysm clip; T - Titanium aneurysm clip; No - Number 



significant statistical difference in the follow-up peri- 
od between 2 groups (p < 0.001). 

Regrowth of aneurysm or slippage of clip (Table 2) 

Incidence of regrowth of the original aneurysm re- 
vealed that 2 out of total 47 patients (4.3%) in the S 
group were noted. None of the cases were found in 
the T group, and clip slippage was not observed in 
both groups. In terms of incidence of aneurysmal re- 
growth during the follow-up period, there was no 
statistical difference between 2 groups (p = 0.242). 

Post-clipping seizure (Table 2) 

Seven out of 47 cases (14.9%) developed post-clip- 
ping seizure in the S group. On the other hand, 2 
(4.2%) of 48 patients presented seizure in the T group. 



The statistics told us that with respect to incidence of 
post-clipping seizure development during the fol- 
low-up period, no significant difference was made be- 
tween 2 groups (p = 0.091). There was neither general- 
ized foreign body reaction among the patients who 
developed post-clipping seizure nor space-occupying 
lesion around the clipped aneurysm via follow-up 
computed tomography (CT) or MRI. 

DISCUSSION 

The result concerning regrowth of aneurysm seems 
contradicting to what was anticipated in that T group 
will have a higher recurrence rate. On the other hand, 
it is speculated that the possibility of misinter- 



Table 2. The incidence of regrowth of original aneurysms and post-clipping seizure 





S group (n - 47) 


T group (n - 48) 


p value 


Regrowth 


2 (4.3%) 


0 (0%) 


0.242 


Post clipping seizure 


7 (14.9%) 


2 (4.2%) 


0.091 
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pretation of the angiographic data, especially in the S 
group owing to the poor resolution in the angiogram 
from the old-fashioned angiographic machine cannot 
be overlooked. 

Tsutsumi and his colleagues 71 elucidated the im- 
portance of follow-up angiography in patients with 
clipped aneurysms 9 to 10 years after surgery. They 
performed a relatively long-term follow-up study 
with the mean 9.3 years from surgery for all patients 
and 9.0 years for the clipped aneurysms. In the study, 
four aneurysm regrowths were detected out of the to- 
tal 140 (4/140, 2.9%) clipped aneurysms in the angio- 
graphically controlled study. Also, the authors re- 
ported that de novo aneurysms were detected in nine 
of 112 (8.0%) patients claiming the annual rate of de 
novo aneurysm formation was 0.89%. This study 
showed that the annual rate of de novo aneurysm for- 
mation after clipping surgery is relatively high 
(0.89%) and that the cumulative risk becomes sig- 
nificant after nine years in consideration of the fatality 
rate of SAH. Although current study revealed no de 
novo aneurysm formation in the follow-up period, be- 
cause intracranial aneurysms develop during life time, 
even successfully occluded aneurysms are at risk for 
a recurrence or regrowth after clipping surgery. Thus, 
long-term prospective angiographic follow-up results 
are crucial to evaluate outcome of surgically treated 
aneurysms. Subsequently, these findings support the 
rationale for late angiographic follow-up in patients 
with clipped cerebral aneurysms. 8 ' 

In the light of screening cerebral aneurysms pre- 
venting future aneurysmal SAH or rebleeding from 
the previously clipped aneurysms, it is crucial to ob- 
tain late follow-up angiography and define "meaningful 
aneurysmal regrowth". Ahn and Kirn 9 ' made a great 
emphasis on defining what aneurysm remnant is be- 
cause its definition can affect the rate of aneurysm 
remnants to be obtained and subsequent planning for 
treatment. Sindou et al. 10) further expanded their 
thought, studying the detected aneurysm remnants af- 
ter clipping surgery, and made Sindou's classification 



of aneurysm remnants. Such aneurysm remnant clas- 
sification helped the neurosurgeons' articulate a legit- 
imate treatment plan. In parallel with their effort to 
establish its definition, it is urged to define significant 
regrowth of aneurysm in cerebral angiography and 
make a new guideline based upon the clinical correla- 
tion with aneurysm regrowth in a specific imaging 
modality to come up with screening/ preventing and 
decent therapeutic strategies in cerebral aneurysms. 

With respect to the reliability of conventional S in 
mechanical properties, it has been approved by 
American Society for Testing and Material, 11 ' While 
due to its constant contact with the cerebrospinal flu- 
id (CSF), the metal clips, especially, S, applied to in- 
tracranial aneurysms are vulnerable to corrosion giv- 
en the fact that the chloride ion concentration in CSF 
is about 119 mEq/L. In addition, amino acids and 
proteins in CSF can possibly accelerate implant corro- 
sion, leading to metal ion dissolution. As a result, tox- 
icity and allergic reactions as well as deterioration of 
the mechanical properties of the metal implant can 
occur. 12 " 14 ' These insidious events were documented in 
the case that conventional S can activate T-lympho- 
cytes and cause a delayed-type hypersensitive im- 
mune reaction in the central nervous system, giving 
rise to diffuse and severe pruritic symptoms. 6 ' Fisher 
et al. 15 ' evaluated and compared T to S where they 
studied seizure and electroencephalographic changes 
in the T, S implanted, or non-operated rabbits. They 
observed that there were no epileptiform activity in 
the T implanted rabbits as well as in the S implanted 
and non-operated rabbits. Subsequently, we proposed 
that the presence of intracranial metal clips which 
maintain constant contacts with brain can be one of 
the etiologic factors for post-clipping seizure attacks. 16 " 18 ' 

Tracing back to search for any foreign body reaction 
among the patients who developed post-clipping seiz- 
ure in each group, we could not find any remarkable 
documentation reported on the generalized allergic 
reaction in their medical records. Although the au- 
thors hypothesized that the retention of intracranial 



82 J Cerebrovasc Endovasc Neurosurg 



SUNG HO CHOI ET AL 



metal clips can be one of the etiologic factors for 
post-clipping seizure, the occurrence of post-clipping 
seizure was more likely happened due to other causes 
such as increased intracranial pressure, postoperative 
vasospasm, large intracerebral hemorrhage, shunt-de- 
pendent hydrocephalus and sequelae of initial hemor- 
rhage rather than foreign body reaction per se. 18) 

The limitations of this study are those inherent to 
the retrospective study of small populations where 
data have been collected in a clinical context so that 
bias cannot be completely excluded. It was also hard 
to make a fair evaluation when the long-term fol- 
low-up angiograms were compared with pre- and 
early post-operative angiograms due to substantial 
resolution differences among different angiographic 
machines. In addition, difference in mean follow-up 
period between two groups was quite significant (87.1 
months versus 65.9 months, p = 0.000) so that it could 
possibly give rise to another source of bias in aneur- 
ysm regrowth. Nevertheless, the strength of this study 
holds fairly long-term follow-up periods more than 60 
months. 

CONCLUSION 

The metallic types of clip employed for the micro- 
surgical cerebral aneurysm clipping does not make 
any significant clinical outcome differences in this 
study. Thus, T holds similar efficacy over the conven- 
tional S especially, in terms of regrowth rate of clip- 
ped aneurysm and clip slippage. 

REFERENCES 

1. Lawton MT, Ho JC, Bichard WD, Coons SW, Zabramski 
JM, Spetzler RF. Titanium aneurysm clips: Part 
I-Mechanical, radiological, and biocompatibility testing. 
Neurosurgery. 1996 Jun;38(6):1158-63;discussion 1164. 

2. Lawton MT, Heiserman JE, PrendergastVC, Zabramski 
JM. Spetzler RF. Titanium Aneurysm Clips: Part III- 
Clinical Application in 16 Patients with Subarachnoid 
Hemorrhage. Neurosurgery. 1996 Jun;38(6):1170-5. 

3. Yi HJ, Kim KM, Ko Y, Oh SJ. Reoperation due to 
Slippage of Titanium Aneurysm Clip. J Korean Neurosurg 



Soc. 2003 May;33(5):505-8. 

4. Carvi Y, Nievas MN, Hollerhage HG. Risk of intra- 
operative aneurysm clip slippage: a new experience with 
titanium clip. Report of four cases and technical 
considerations. J Neurosurg. 2000 Mar;92(3):478-80. 

5. Takayasu M, Nagatani T, Noda A, Shibuya M, Yoshida 
J. Clinical Safety and Performance of Sugita Titanium 
Aneurysm Clips. Acta Neurochir (Wien). 2000 142(2):159-63. 

6. Atkinson JLD, Anderson RE, Piepgras DG. A com- 
parative study in opening and closing pressures of cere- 
bral aneurysm clips. Neurosurgery. 1990 Jan;26(l):80-5. 

7. Tsutsumi K, Ueki K, Morita A, Usui M, Kirino T. Risk 
of aneurysm recurrence in patients with clipped cerebral 
aneurysms. Results of long-term follow-up angiography. 
Stroke. 2001 May;32(5):1191-4. 

8. David CA, Vishteh AG, Spetzler RF, Lemole M, Lawton 
MT, Partovi S. Late angiographic follow-up review of 
surgically treated aneurysms. J Neurosurg. 1999 Sep;91(3): 
396-401. 

9. Ahn SS, Kim YD. Three-Dimensional Digital Subtraction 
Angiographic Evaluation of Aneurysm Remnants after 
Clip Placement. J Korean Neurosurg Soc. 2010 Mar;47(3): 
185-90. 

10. Sindou M, Acevedo JC, Turjman F. Aneurysmal rem- 
nants after microsurgical clipping: classification and re- 
sults from a prospective angiographic study (in a con- 
secutive series of 305 operated intracranial aneurysms). 
Acta Neurochir (Wien). 1998;140(ll):1153-9. 

11. American Society for Testing and Materials: Standard 
specification for the requirements and disclosure of 
self-closing aneurysm clips (designation: F1542-94), in 
ASTM Book of Standards. New York. American National 
Standards Institute. 2002. p.883-5. 

12. Hanawa T. In vivo metallic biomaterials and surface 
modification. Mat Sci Eng A. 1999 Jul;267(2):260-6. 

13. Ross IB, Warrington RJ, Halliday WC. Cell-mediated Allergy 
to a Cerebral Aneurysm Clip: Case Report. Neurosurgery. 
1998 Nov;43(5):1209-ll. 

14. Otawara Y, Ogasawara K, Kashimura H, Kubo Y, 
Ogawa A, Watanabe K. Mechanical characteristics and 
surface elemental composition of a Yasargil titanium 
aneurysm clip after long-term implantation: Technical 
Note . J Neurosurg. 2010 Jun;112(6):1260-2. 

15. Fisher RS, Ehsan T, Smith K, Lawton MT, Bichard WD, 
Spetzler RF. Titanium Aneurysm Clips: Part Il-Seizure 
and Electroencephalographic Studies in Implanted Rabbits. 
Neurosurgery. 1996 Jun;38(6):1165-9. 

16. Dinesh SK, Lee SY, Thomas J. A case of mistaken iden- 
tity: Intracranial foreign body reaction after AVM embo- 
lisation mimicking a glioma. J Clin Neurosci. 2008 Apr; 
15(4):463-5. 

17. Aulino JM, Gyure KA, Morton A, Cole JW. Temporal 
Lobe Intraparenchymal Retained Foreign Body from 
Remote Orbital Trauma. AJNR Am. J. Neuroradiol. 2005 
Aug;26(7):1855-7. 

18. Otto K, Tarlov E, Crowell R, Papadakis N. Retained in- 
tracranial metallic foreign bodies. Report of two cases. J 
Neurosurg. 1976 Jan;44(l):80-3. 



Volume 14 • Number 2 ■ June 2012 83 



